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Letters to the Editor 
Carbon dioxide displacement of left heart 
chambers 
To the Editor: 
Carbon dioxide insutttation of the pericardial space is 
an old technique used to lessen the prevalence and 
consequences of air embolism after open cardiac proce- 
dures. My former mentor, Dr. James V. Maloney, Jr., used 
the technique routinely during my years of training in the 
early 1970s, but I subsequently set it aside along with other 
supposed relics when I started my own practice. A recent 
operative situation provided opportunity for its recrudes- 
cence. 
An elderly patient required mitral valve replacement 
and redo right coronary artery grafting after having un- 
dergone two previous coronary revascularization proce- 
dures. The second had been performed by me and in- 
cluded a sequential left internal thoracic artery graft to the 
anterior descending system and implantation of a cardio- 
verter-defibrillator system with intrapericardial patches 
and sensing leads. The patient had marked left ventricular 
enlargement. Adhesions within the pericardial space were 
formidable. I elected not to dissect he left ventricle. The 
problem was to ensure complete de-airing after comple- 
tion of the mitral valve replacement in a circumstance in 
which I was assured of leaving some air within the left 
ventricular cavity. One of my perfusionists, David Ko- 
erten, responded to my verbalized concern about de- 
airing by suggesting that I wash out the ventricle with 
carbon dioxide. 
I have been using continuous warm retrograde blood 
cardioplegia to perform coronary revascularizations for 
about 21/2 years and have developed a simple sprayer to 
clear the operative field of blood. This consists of crystal- 
loid solution driven by filtered carbon dioxide. Carbon 
dioxide is delivered from a pressurized tank with regula- 
tor, through a 0.2 t~m filter, and a 6-foot high-pressure 
line. In this circumstance, I connected the high-pressure 
line to an 8F red rubber catheter affixed with a Christmas 
tree adaptor. I threaded the catheter through the central 
orifice of the St. Jude Medical valve (St. Jude Medical, 
Inc., St. Paul, Minn.). While the traditional left atriotomy 
was closed, carbon dioxide was bubbled into the left 
ventricle at approximately 500 ml/min. Gas exited through 
the atriotomy as well as through a hole in the ascending 
aorta made for a proximal anastomosis of a replacement 
right coronary artery graft. The left atriotomy was left a bit 
loose to permit blood to vent. As I performed the 
proximal aortic vein graft anastomosis, I administered 
terminal continuous retrograde infusion of blood car- 
dioplegic solution warmed to 37 ° C. Blood filled the aorta 
and the left ventricle through the aortic valve, made 
incompetent with external pressure. The carbon dioxide 
flush was discontinued as both aortic and atrial suture 
lines were closed. A needle vent was placed in the 
ascending aorta between the aortic anastomosis and the 
aortic valve, and the patient was placed in a deep Tren- 
delenburg position. The crossclamp was removed. The 
heart began to beat spontaneously and eject immediately. 
To my surprise and gratification, imaging of the left 
ventricle and left atrium via transesophageal chocardiog- 
raphy showed absolutely cho-free chambers. There were 
no floating bubbles, virtually always seen, even after 
aggressive de-airing of the aorta and apex of the left 
ventricle. The patient was weaned from cardiopulmonary 
bypass without incident. No suggestion of air in the right 
coronary graft was detected at any time, and the patient 
awakened promptly without evidence of neurologic om- 
promise. 
Since this experience, I have gone back to carbon 
dioxide displacement of the pericardium during all valve 
replacements and aortic procedures. I supplement this 
with intraventricular carbon dioxide displacement before 
removal of the aortic crossclamp. For mitral valve replace- 
ments I displace any residual air by flowing carbon dioxide 
into the ventricle transatrially through the r paired native 
valve or the prosthesis. For aortic valve replacements I 
deliver carbon dioxide retrogradely through the left ven- 
tricular apex. I have had three subsequent difficult mitral 
valve replacements hat were redo procedures. I have 
elected to leave the left ventricles undissected in each 
circumstance and have de-aired in the manner described. 
In two of these patients, a superior septal incision was 
used. The red rubber catheter was brought out through 
both the interatrial septum and the right atrium. The 
technique could also be used for mitral valve surgery via 
right or left thoracotomy. In a recent article describing 
some difficult and beautifully managed redo mitral and 
aortic valve procedures, Michielon and Dory 1 comment 
on the trickiness of de-airing in these circumstances. 
Carbon dioxide displacement certainly could have been 
useful in these cases. 
Transesophageal echocardiographic monitoring of 
these patients has demonstrated universally that the left 
atrium and left ventricle have b en completely free of 
apparent air bubbles immediately on release of the aortic 
clamp and return of cardiac activity. This would appear to 
confirm efficacy beyond any subjective notions of clinical 
well-being. 
Ironically, shortly after pulling this old technique off the 
shelf, I ran across a letter to the editor by Dr. William J. 
Kolff offering a similar insight o surgeons young and old. 2 
He made reference to the use of carbon dioxide for 
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de-airing ventricular support systems. Dr. Denton Cooley, 
in an accompanying editorial comment, ended to dismiss 
the current need for carbon dioxide displacement. I 
disagree. It is a remarkably effective, very simple tool to 
lessen the chance of air embolism to both heart and brain. 
Others may find it similarly useful. 
Gordon N. Olinger, MD 
Department of Cardiothoracic Surgery 
Medical College of Wisconsin 
8700 West Wisconsin Ave. 
Milwaukee, WI 53226 
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of gloves was tested with this method and they were all 
found to be leak proof. By modifying the technique 
originally described by Ballbach and associates, 4 I have 
therefore devised a test that is standardized and repro- 
ducible and thereby minimizes both interoperator and 
intraoperator variation. Thirty-six pairs of surgical gloves 
were tested uring six cardiac surgical procedures. Twenty 
sites of leakage were found, 19 in the fingers (eight in the 
tip) and one in the palm when the first part of the test was 
performed. However, an additional 29 sites of leakage 
were found during the second part of our test. Twenty-two 
of these were found in the fingertips. I used 10 pairs of 
unused gloves as controls, and they were all found to be 
intact during both parts of the test. 
I suggest hat the test originally described by Church 
and Sanderson z is inaccurate. In the future, the method of 
detecting love perforations ought to be better defined. 
Poo Sing Wong, FRCS 
Department of Cardiothoracic Surgery 
London Chest Hospital 
London E2 9JX, United Kingdom 
Surgical glove perforation during cardiac 
operations 
To the Editor: 
Dr. Underwood and others areported on glove perfora- 
tions occurring during cardiac operations. They detected 
the perforations by filling the gloves with water and 
squeezing them to look for jets. I think they may have 
underestimated the number of surgical glove perforations 
by using this technique, which was described by Church 
and Sanderson. 2 
The size of the perforation is dependent on the degree 
of distention of the glove. As either water or air is injected 
into the glove, the palm distends more rapidly than the 
digital part of the glove. The tip of the finger, where the 
majority of the perforations are, 3 distends least because 
the radius is least at the fingertip. This is an example of an 
important physical principle, the law of Laplace, which 
states that the distending pressure in a distensible hollow 
object is equal to twice the wall tension divided by the 
radius. 
The accuracy of the test should be defined. Perforations 
should be made at various points on the glove with a 
needle of known size, and then either water or air should 
be injected into the glove to a known pressure, rather than 
volume, to detect these perforations. I evaluated the 
accuracy of the test described by Church and Sanderson 2 
by perforating the tip of the index finger with a 2-0 gauge 
needle. I was not able to demonstrate a leak. This 
prompted me to modify the technique described by Ball- 
bach, Beavin, and Walters. 4 I set the accuracy of the test 
by, first, perforating the palm of the glove with a 7-0 gauge 
needle (diameter 220/xm). The glove was sealed with a tie 
around the cuff and submerged under water. About 500 
ml of air, corresponding to a pressure of about 0.29 kPa, 
was necessary before any streams of bubbles could be 
detected coming from the palm. Then 30 to 40 ml of air, 
corresponding to a pressure of about 0.74 kPa, had to be 
injected into each finger before any punctures in the 
fingertip could be detected. A control sample of 20 pairs 
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Classification of variant courses of the posterior 
descending artery 
To the Editor: 
I was interested in the anatomic study on the posterior 
descending artery performed by Arsiwala and Panday (J 
THORAC CARDIOVASC SURG 1993;105:952-3) and the sur- 
gical inferences drawn. 
I was taught about this anatomic variation in the 
branching of the right coronary artery by John E. C. 
Wright of the London Chest Hospital. We subsequently 
did a small study to define the prevalence of different 
branching patterns (Adams and Treasure, Thorax 1985; 
40:618-20). We studied angiograms (n = 100), the coro- 
nary anatomy as displayed at operation (n = 100), and 
postmortem dissections (n = 22). We classified them into 
three patterns (Fig. 1): bifurcation at the crux (.4), at the 
acute margin (B), or in an intermediate position (C). The 
frequencies are given in Table I. 
